Management of severe vena cava filter tilting: experience with Bard G-2 filters.
The purpose of this article is to discuss the occurrence of abdominal pain associated with severe tilting of the Bard G-2 inferior vena cava filters. Potential reasons for the occurrence of tilting and management of tilting of the filters are discussed.